Multiple intestinal perforation due to Celestin tube.
Two cases of multiple intestinal perforation caused by the nylon from the core of disintegrating oesophageal Celestin tubes migrating down the alimentary tract are described. It is suggested that Celestin tubes should not be used in patients likely to survive for more than a few months.